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Packing lab-scale columns
1.	 Assemble the column (and packing reservoir if necessary).

2.	 Remove air from the end-piece and adapter by flushing with water. Make 
sure no air has been trapped under the column bed support. Close the 
column outlet leaving the bed support covered with water.

3.	 Resuspend the medium and pour the slurry into the column in a single 
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  9.	 With the adapter inlet disconnected, push the adapter down into the 
column until it reaches the mark. Allow the packing solution to flush the 
adapter inlet. Lock the adapter in position.

10.	 Connect the column to a pump or a chromatography system and start 
equilibration. Re-adjust the adapter if necessary.

Packing large scale columns
For general process-scale column packing instructions, please visit support 
section at www.gehealthcare.com/protein_purification

3. Evaluation of packing
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Method for measuring HETP and As
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Figure 4 shows a UV trace for acetone in a typical test chromatogram in 
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5.	
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3.	










	 Quantity	 Code No.

Chelating Sepharose Fast Flow	 50 ml	
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Empty lab-scale columns
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