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Packing a column:
1.  Assemble the column (and packing reservoir if necessary).

2.  Remove air from the end-piece and adapter by flushing with water. Make 
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Thrombin cleavage of eluted GST-tagged protein

Assumption: 8 mg GST-tagged protein bound/ml medium

1. Add 10 µl (10 units) of thrombin solution for each mg of tagged protein 
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• Use fresh Glutathione Sepharose High Performance: If the 
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• Include an additional purification step: Additional bands may 
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• Increase incubation time and enzyme concentration: For PreScission 
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Prepacked columns



    p. 21







GSTrap, HiTrap, BioDirectory, Sepharose, HiPrep, Tricorn, PreScission and Drop Design are trademarks of
GE Healthcare companies. GE, imagination at work, and GE monogram are trademarks of General Electric Company.

Triton is a trademark of Union Carbide Chemicals and Plastics Co.
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