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Table 1. 
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2. Packing DEAE Sephacel
1. Equilibrate all material to the temperature at which the chromatography 

will be performed.

2. De-gas the medium slurry.

3. Eliminate air from the column dead spaces by flushing the end pieces with 
buffer. Make sure no air has been trapped under the column net. Close the 
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8. Cleaning



Sephacel and Drop Design are trademarks of GE Healthcare companies. GE, imagination at work and GE monogram are 
trademarks of General Electric Company. 

Triton is a trademark of Union Carbide Chemicals and Plastics co.
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