


Special Operational Guidelines for the Agilent HPLC-
Chip 
  Conditioning. Always purge the HPLC-Chip with a strong solvent like 100% 

acetonitrile or methanol prior to first usage. 
  Flow rate. The flow rate for optimal column efficiency for the HPLC-Chip 

separation column is proportionately smaller than that of a standard bore 
column due to the smaller diameter. Ty
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